[A new skiascopy aid for the Phoropter].
A beam splitter on a phoropter permits fixation of optotypes while retinoscopy is being performed. The eye being examined can see the optotypes in the focus of a lens or on the wall behind the examiner by means of a periscope system. The great distance of the retinoscopic lens from the eye increases the retinoscopic phenomenon.